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Power Limits (At rear coaxial connector) 


+3 db from 10 cps to 500 kc. 
500 mv per inch deflection. 


50 KQ. 


+3 db from 3 cps to 30 kc. 
800 mv per inch deflection, 


1 megohm, 


Linear sawtooth produced by internal sweep 
generator. 


15 to 200 cps (variable). 


Approximately 1000 cps and 1700 cps. 


15 mv (nominal). 


160 through 6 meters (50-75 2 coaxial input}. 


5 watts to 1 kilowatt output. 
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NOTES: 


ALL SWITCHES FULL COUNTERCLOCKWISE A$ VIEWED 

FROM FRONT. 

COINDICATES VOLTAGE. 

ALL VOLTAGES MEASURED WITH 20,000/0/VOLT (OR 

HIGHER] METER, 

ALL VOL TAGES MEASUREO FROM POINT INDICATED TO 

GROUND EXCEPT AC TRANSFORMER VOLTAGES. 

ALL RESISTORS 1/2 WATT UNLESS OTHERWISE SHOWN. 

ALC CAPACITORS LISTED ARE IN . f¢ UML ESS OTHERWISE 
rN. 
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